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Re: FDA Safety Communication on Riata® and Riata® ST silicone leads
Dear Colleague,

On August 16th, the FDA issued a Safety Communication regarding Riata and Riata ST silicone
lead patient management recommendations. In this communication, the FDA recommended:
“that physicians image Riata and Riata ST leads implanted in patients to assess for
externalization or other visible insulation abnormalities.”

“ Imaging can be done via fluoroscopy or a two-view chest X-ray. If leads have been
imaged in the last three to six months, physicians may choose to review those images
rather than ordering a new imaging study.”
“The value of repeat imaging for leads initially assessed as intact is uncertain, and
the FDA recommends individualized clinical management that takes into
consideration the patient’s specific risk factors.”

Other FDA recommendations for management of patients with Riata leads were consistent
with the St. Jude Medical recommendations in our November 2011 communication (attached
and available at www.RiataCommunication.com).
We acknowledge the FDA’s decision to recommend imaging in patients with Riata silicone
leads and have strongly supported efforts to collect additional data on the incidence rate and
clinical implications of externalized conductors. In July 2012, we announced the results of
the first phase of the multicenter, prospective Riata Lead Evaluation Study identifying the
incidence rates of externalized conductors in 718 patients with Riata and Riata ST siliconeonly leads. This study, which will be supplemented by an additional 51 patients from Japan,
will continue to evaluate the performance of these leads, both those with and without
externalized conductors, over a minimum of two years with particular focus on electrical
performance. Continued follow-up will determine how these leads function over time and
should help inform patient management considerations going forward.

We will also continue to consult with our Medical Advisory Board (MAB) on any updates to
their original recommendations and will communicate further if there are any changes. We
recognize that the ongoing management of patients with Riata silicone-only leads, including
the use of imaging, is complex and needs to take into account individual patient
circumstances. We will continue to support your medical judgment on the need for imaging
and other treatment decisions for your patients.

The FDA communication also discussed post-market monitoring of our leads. We have
aggressively supported post-market lead surveillance programs on all of our products and
currently have the largest post-market lead surveillance registries in the industry.
Beginning six years ago, 10,950 Riata ST Optim® and Durata leads have been enrolled in
actively monitored, post-market registries at almost 300 centers. The overall accumulation
of data continues to support the safety and reliability of these leads, which have undergone
significant design changes since the Riata lead was originally introduced. We will continue
to collaborate with the FDA to understand the ongoing performance of our leads.

Other FDA recommendations for management of patients with Riata leads were consistent
with the St. Jude Medical recommendations in our November 2011 communication
(available at www.RiataCommunication.com). In particular, the FDA did not recommend the
preemptive replacement or removal of a functioning Riata lead. St. Jude Medical recognizes
that an externalized conductor may present complex patient management considerations for
physicians, but it is important to note that in published studies, the majority of leads with
externalized conductors have continued to function properly.
If x-ray or fluoroscopic screening is performed, please consider the following:

o The Riata Lead evaluation study employed fluoroscopic imaging in three views
(RAO at 45 degrees, AP, and the LAO view closest to 45 degrees available).
o Adjudication of externalized conductors may be difficult for a reviewer
inexperienced in evaluating these leads. Normal leads (without externalized
conductors or other abnormalities) have been extracted when externalized
conductors were erroneously thought to exist.

o As a resource we have posted the specific criteria used by experienced
physicians to adjudicate the presence or absence of externalized conductors in
the Riata Lead Evaluation Study (“Guidelines for Radiographic Assessment of
Externalized Conductors”) at www.RiataCommunication.com.
o In light of the FDA’s Safety Communication, St. Jude Medical will provide
assistance to patients with the patient’s share of the unreimbursed medical
costs for imaging and interpretation of initial X-rays or fluoroscopy, where
Warranty program requirement are met.
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Additional considerations for device programming, monitoring lead integrity, remote followup using Merlin.net for patients with Riata leads are attached and also available at the
www.RiataCommunication.com website.
Our field representatives and Technical Services are available for support and can provide
you with a list of your Riata and Riata ST patients if needed.

I hope you find the information on www.RiataCommunication.com helpful in managing
patients with Riata and Riata ST silicone leads. We will continue to provide you with
periodic updates via the website and encourage you to enroll to receive email updates as
new information is posted to the site.

As always, please feel free to contact your St Jude Medical representative, or any member of
the St Jude Medical team with any additional questions or concerns.
Sincerely,

Mark Carlson, MD
Chief Medical Officer and Sr. VP, Clinical Affairs
St Jude Medical, CRMD
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Appendix A – Recommendations and Mitigations extracted from St. Jude Medical
November 28, 2011 “Medical Device Advisory” Physician Letter
Recommendations and Mitigations
Based on input from our Medical Advisory Board (MAB), St. Jude Medical is conducting a prospective
study to evaluate further the incidence and long-term performance of leads with externalized conductors
that do not exhibit electrical abnormalities. The outcome of the study, along with any additional information
we learn, will determine if updated recommendations are needed. Enrollment is expected to begin in
December, 2011 and we will communicate the results when they become available.
St. Jude Medical’s MAB has reviewed the available data and is updating the recommendations from the
December 2010 product communication below. If you are following any patients implanted with Riata and
Riata ST silicone leads, St. Jude Medical and the MAB make the following recommendations, which are
consistent with standard best practices and our December 2010 product communication:
•

Whenever possible, monitor devices and leads remotely and advise your patients of the importance
of contacting you should they experience any adverse events. St. Jude Medical remote monitoring
features can be used to detect electrical changes early that may be associated with externalized
conductors.
o St. Jude Medical offers a vibratory patient notifier and daily remote monitoring capabilities
through the Merlin@home transmitter in response to out of range impedance
measurements from three High Voltage lead vectors (RVC to Can, SVC to Can, and RVC
to SVC), as well as pacing and sensing electrodes. Data are displayed graphically to
enable physicians to trend changes in impedance over time. Customized DirectAlerts
notifications allow physicians to monitor patient status between follow-ups. The noise
reversion feature protects against non-physiologic high rate event detection to avoid
inappropriate shocks.

•

Continue to monitor your patient’s implanted system at regularly scheduled intervals with particular
attention to diagnostic information related to defibrillation lead performance. The recommendations
for frequency of in-person are a follow-up period of every 3 - 6 months for ICD/CRT-D devices per
the HRS/EHRA consensus.

•

Review lead measurements including pacing and high voltage lead impedances per your standard
follow-up procedures in particular looking for significant changes from the patient’s previous followup visits.

•

If there is evidence of a lead electrical failure, manage the patient per standard practice . This may
include x-ray or fluoroscopy. Additional testing if necessary could include provocative methods
such as shoulder and arm movements and deep respiration while looking at the surface ECG and
intracardiac electrograms with the programmer, which may reveal an intermittent problem
associated with any source of lead electrical failure if one exists.

•

The value of routine x-ray or fluoroscopy for patients with leads having no electrical abnormalities is
unknown at this time and is therefore not recommended.

•

In addition, prophylactic explant or replacement of a lead without electrical dysfunction is not
recommended.

•

Currently there is no expert consensus regarding whether patients undergoing pulse generator
replacement should undergo fluoroscopy or lead replacement should an externalized conductor
without electrical anomalies be present. This is, in part, because the risk versus benefit of
replacing a lead in such a patient may vary from patient to patient and center to center. Clinical
decisions in this setting should be individualized based on specific patient conditions and
circumstances. St. Jude Medical is conducting a study that will provide information that helps to
inform the management of these patients.
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Appendix B – Programming and Alerting Considerations
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